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ERRATUM 

DECEMBER 2011 SYSTEMIC THERAPY UPDATE  
 
In the Editor’s Choice article, “Frequently Asked Questions – Elastomeric INFUSOR® 
Rate”, the third question on the checklist erroneously indicated that the maximum capacity for a 
small volume infusor is 105 mL. The actual maximum capacity for a small volume infusor is 130 mL. 

 
 

British Columbia Cancer Agency   ♦   Provincial Systemic Therapy Program Update   ♦   Vol. 14 Supplement 1  2011   ♦  Page 1 
 

http://www.bccancer.bc.ca/HPI/ChemotherapyProtocols/stupdate

	Erratum
	December 2011 Systemic therapy Update 

